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Background: Ultrasound has not progressed to standard clinical practice despite the fact that 
it offers a radiation-free and non-invasive procedure for swallowing assessment and 
promising validity and reliability for ultrasound measurements. The cost, which may be one 
of the significant obstacles to restrict integration into clinical practice, can be overcome by 
using new pocket-sized portable ultrasound devices. However, early research suggests that 
poor image quality may compromise measurement reliability. To enhance the interpretation 
of swallowing ultrasound images, an image enhancement software is recently developed 
which enhances the contrast and features of acquired ultrasound images. 
 
 
Aim: The focus of the present research is to determine if this image enhancement software 




Method: Archived data of 40 ultrasound images were measured by the primary investigator 
and three co-investigators to derive intra-and inter-rater reliability. Training for co- 
investigators was provided one week prior to ultrasound image measurement under two 
conditions: with and without the image enhancement software programme. A total of 80 
images were measured by each researcher, which includes 40 original images and 40 
enhanced images. Trials were randomized within and across the raters. Image analysis 
occurred across a four-day period, with 20 trials per day to minimise the effects of fatigue. 
One week following the completion of inter-rater reliability measurement, all investigators 
re-evaluated the same images, in random sequence, to evaluate intra-rater reliability. 
Therefore, a total of 160 measures were made by each investigator. 
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Results: Intra-rater reliability for enhanced images was good (> 0.75) for hyoid excursion 
and moderate (0.50 – 0.75) to good (> 0.75) for floor of mouth muscles, while it ranged 
moderate (0.50 – 0.75) to good (> 0.75) for hyoid excursion and poor (< 0.50) to good (> 
0.75) for floor of mouth muscles for normal images. For thyrohyoid approximation, intra- 
rater reliability was found to be similar for both enhanced and normal images, ranging from 
poor (< 0.50) to good (>0.75). Inter-rater reliability of enhanced images ranged from 
moderate (0.50 -0.75) to good (> 0.75), whereas poor (< 0.50) to moderate (0.50 – 0.75) for 
normal images. 
Conclusion: The results from this study indicate a slight increase in reliability for 
enhanced images compared to normal images and this difference is not potentially large 
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Ultrasound technology offers a non-invasive and relatively inexpensive method to 
study the structures and soft tissues of the oro-pharynx and the biomechanics of the 
oropharyngeal system during swallowing (Sonies et al., 2003). The absence of radiation 
exposure, practicability, and portability are some other advantages of ultrasound over 
videofluoroscopy (Hsiao et al., 2012; Watkin, 1999). Ultrasound imaging has been utilized in 
swallowing research since the late 1970s (Skolnick et al., 1975; Stevens, 1978). Although 
past research documents good reliability for ultrasound measurements, it has not progressed 
to standard clinical practice. 
The cost, which may be one of the significant factors that have restricted integration 
into clinical practice, can be overcome by using new small-sized portable ultrasound devices, 
which may increase the potential for clinical translation of ultrasound devices. Utilizing such 
devices could be useful for swallowing assessment at bedside or remote facilities. However, 
the reliability and validity of this newer technology has been investigated in recent literature 
and found to be insufficient for clinical application (Winiker et al., 2019). It was suggested 
that the image quality of this newer technology in swallowing assessment did not meet the 
standards of more advanced ultrasound equipment used in previous reliability studies (Hsiao 
et al., 2012; Huang et al., 2009; Macrae et al., 2012). Acceptable image quality is important 
for reliable measurements; hence, it is essential to ensure that the portable ultrasound 
produces good quality images for reliable measurements to ensure the integrity of diagnostic 
results. 
Image enhancement software may facilitate the interpretation of measurements. To 
enhance the interpretation of swallowing ultrasound images, image enhancement software 
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was developed that enhances the contrast and features of acquired ultrasound images1. The 
primary goal of the software was to develop algorithms for enhancing the contrast and 
features of ultrasound images based on intensity and texture characteristics. The focus of the 
present research is to determine if this image enhancement software increases the inter- and 



















































Brief History of Development of Medical Ultrasound 
 
Medical ultrasound technology was pioneered not more than a century ago, although 
its origin is much earlier. The earliest work of Lazaro Spallanzani on discovering 
ultrasonography formed the basis for ultrasound physics when he studied the echolocation of 
bats in 1794 (Kane et al., 2004). The discovery of the piezoelectric effect by the Curie 
brothers in the 18th century led to the development of modern-day ultrasound transducer 
technology (Bressmann et al., 2005; Mann, 2019; Merton, 1997; Newman et al., 1998; Szabo, 
2004; Woo, 2008). 
Karl Dussik, a neurologist (1942) was credited with being the first to detect brain 
tumours using ultrasound as a medical diagnostic tool (Mann, 2008; Merton, 1997; Kane et 
al., 2004). Later, clinicians started to use Amplitude mode (A- mode) ultrasound and 
brightness mode (B-mode) ultrasound for diagnostic purposes across various settings around 
the world by 1950s (Merton, 1997). Inge Elder, a cardiologist in 1953, marked the beginning 
of echocardiography with the development of M- mode ultrasound (Newman et al., 1998). 
From the late 1950s, pulsed wave and continuous wave doppler ultrasound also emerged. 
This technological progress eventually opened the way for real-time ultrasound imaging in 
1970s, which is one of the most revolutionary developments in the medical field. 
Ultrasound has secured a position as a key diagnostic test with its recent technological 
advances, including the introduction of colour flow ultrasound imaging, 3D (three- 
dimensional) and 4D (four-dimensional) ultrasound imaging, availability of non-toxic 
contrast agents, tissue displacement imaging, high-frequency transducers, and pocket-sized 
portable ultrasound (Merton, 1997; Shung, 2010). 
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Ultrasound Working Principle 
 
Ultrasound is an imaging technique for generating images using inaudible high- 
frequency sound waves (Stone, 2005; Watkin, 1999). Most common sound wave frequencies 
used in medical diagnosis range between 2 to 15 MHz (Jenson, 2007; Martin, 2010). 
Ultrasound is based on the transmission and reflection of high-frequency sound waves at 20 
kHz and above that reflect at the interfaces of tissues with different acoustic impedances 
(Sonies et al., 2003). To correctly interpret the results while using ultrasound clinically, it is 
essential to have an understanding of the basic physics behind ultrasound imaging, including 





Ultrasound waves are generated within the transducer by briefly passing an electric 
current through a piezoelectric crystal (Martin, 2015). The resulting pulse of ultrasound waves 
is delivered to the tissues (Martin et al., 2015; Stone, 2005; Watkin, 1999). When the ultrasound 
waves enter the tissue, some penetrate deeper while the transducer reflects some as echo 
signals.The reflection of these acoustic waves forms the basis for image formation (Sonies et 
al., 2003). Sound waves will reflect at the interfaces between tissues having different acoustic 
impedances as an ultrasound beam travels through the tissues (Aldrich, 2007; Kundra et al.,  
2011; Venables, 2011). The denser the material, such as soft tissue and bony structures, the 
greater the acoustic impedance ; the more echogenic it is, the more white it appears on the 
screen (Kristensen, 2011). Less dense structures with lower acoustic impedance (fat tissue and 
water) result in weak echoes and show poorly differentiated shades of grey (Aldrich, 2007; 
Epstein & Stone, 2005). 
B-mode ultrasound provides a two-dimensional image display where many single B- 
mode dots are displayed and collected together to create an image on the screen (Martin, 
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2010). At each point, the brightness of the image is formed by the amplitude of the returned 
echo signal at the tissue boundaries, thereby results in B-mode (Martin, 2010). However, the 
intensity of ultrasound pulses is reduced or attenuated as they travel through the tissues 
through the process of refraction, scattering, reflection, absorption, and diffraction (Chan, 
2010; Martin, 2015). Thus, only a small amount of energy is received by the ultrasound 
transducer from returning echoes. This is compensated by time gain compensation, a process 






A detailed understanding of the factors associated with the image resolution of 
ultrasound is essential for both the quality and interpretation of data included within the 
images. The factors that determine the resolution of ultrasound imaging systems include 
frequency, bandwidth, and the focussing properties of the transducer (Ploquin et al., 2015). 
The ability to detect objects of different sizes and echogenicities of an imaging system 
depends upon the spatial resolution. Spatial resolution can detect and display the structures 
that lie close together and are further categorized into axial and spatial resolution (Filoux et 
al., 2011). 
Axial resolution refers to the minimum distance between two reflectors along the axis 
of the beam, which is positioned near each other (Hedrick et al., 1995; Martin, 2015; Stone et 
al., 2005). It is influenced by the frequency and wavelength of the transducer. The higher the 
frequency, the smaller the wavelength and the better the axial resolution is (Ploquin, 2015). 
The minimum distance between two reflectors positioned perpendicular to the ultrasound 
beam’s direction is referred to as the lateral resolution (Stone, 2005). It depends upon the 
transducer’s bandwidth (Shung, 2006; Stone, 2005). Although higher frequencies provide 
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better image resolution, attenuation happens more rapidly and restricts penetration into deep 
tissues (Stone, 2005). However, the resolution of lower frequencies is poorer but reaches 
deeper depths. 
The ultrasound beam refers to the sound waves originating from a single piezoelectric 
crystal (Stone, 2005). The quality of the ultrasound images and how tissues and structures are 
displayed on these images are affected by the ultrasound beam pattern (Kossoff, 2000). It can 
be either focused or unfocused and is produced with a far and near field, as the sound 
propagates out of the transducer (Heggie et al., 2001; Kossoff, 2000). The ultrasound beam 
diverges in the far field and converges in the near field. Increasing the frequency results in a 
longer near field and less far field divergence. 
Ultrasound resolution is affected by several factors considered above. The most 
significant goal in ultrasound image formation is to achieve optimum image quality which 
may contribute to improved diagnostic outcomes. 
 
 
Ultrasound in Swallowing Research 
 
Ultrasound technology offers a non-invasive and relatively inexpensive method to 
study the structures and soft tissues of the oro-pharynx and the biomechanics of the 
oropharyngeal system during swallowing (Sonies et al., 2003). The absence of radiation 
exposure, practicability, and portability are some other advantages of ultrasound over 
videofluoroscopy (Hsiao et al., 2012; Watkin, 1999). It can provide biofeedback especially 
for vulnerable group of patients and could be useful for the repeated use in diagnostics 
(Logemann, 1998; Watkin, 1999). Participants can be examined for an extended period 
regardless of any known adverse effects (Logemann, 1988; Sonies et al., 2003). For 
swallowing examinations, ultrasound uses real food rather than using contrast materials such 
as barium (Sonies et al., 2003). The usage of these materials may impact swallowing function 
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(Sonies et al., 2003; Steele, 2005). Further, videofluoroscopic examinations may be 
challenging for patients who cannot mobilise out of bed or those living in rural areas (Rugiu, 
2007). 
MRI (Magnetic Resonance Imaging) and CT (Computed Tomography) are other 
imaging techniques utilised to visualise muscle morphometry (Schedel et al., 1992; Sipila & 
Suominen, 1993) and swallowing (Hart et al., 2010; Panebianco et al., 2010). When 
compared to CT and MRI, ultrasound is more portable and less expensive (Chi-Fishman et 
al., 2004). Other limitations of these imaging methods includes the long acquisition time of 
MRI and ionizing nature of CT (Hartl et al., 2010; Panebianco et al., 2010). In contrast, 
ultrasound involves no radiation exposure and is well tolerated by individuals of different 
ages, from infancy to senescence (Abramovich et al.,1979; Bowie & Clair, 1982; Chi- 
Fishman, 2005; Mann, 2008; Marsal, 1983; Shawker et al., 1982; Shawker, Sonies et 
 
al., 1983; Shawker et al., 1984; Smith et al., 1985; Stevens, 1978; Walker, 2004; Weber et 
al.,1986). Additionally, CT and MRI tests are conducted in a supine position with the 
participants restricting feeding studies (Hiiemae & Palmer, 2003). Research comparing the 
measurement of muscle morphometry between imaging techniques such as ultrasound, CT 
and MRI has shown good agreement with electromyography and histopathology in 
myopathies (Chi-Fishman, 2004). This indicates that ultrasound is a valid method for 
evaluating cross-sectional areas of muscles (Alanen et al., 1994; Chi-Fishman, 2004; Macrae 
et al., 2013). 
 
 
Assessment of Hyoid Excursion 
 
Hyoid bone movement is a major biomechanical marker of swallowing (Dodds et al., 
1990; Robbins et al., 1992). It cannot be visualised directly through the ultrasound since it is 
a bony structure (Chi-Fisman, 2005; Cordaro & Sonies, 1993). Yet, during swallowing, the 
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hyoid can be imaged as a dark band of hypoechoic acoustic shadow (Chi-Fishman, 2005; 
Chi-Fishman & Sonies, 2002). And this is utilised as a reference for the measurement of 
hyoid excursion (Singh et al., 2010; Walker et al., 2004). The hyoid moves towards the 
mentalis of the mandible during swallowing, and the hyoid shadow remains at its maximal 
anterior- superior displacement at the peak of swallowing (Chi-Fishman, 2005). 
Different ultrasound measurement techniques for hyolaryngeal excursion have been 
explored in the literature. Some studies quantify hyoid excursion based on percentage change 
(Macrae et al., 2012) while others use absolute measurements (Chen et al., 2017; Hsiao et al., 
2012; Macrae et al., 2012). Hsiao et al. (2012) used ultrasound to evaluate 30 dysphagic 
stroke patients, 30 non-dysphagic stroke patients, and 30 healthy individuals for assessing 
hyoid bone movement. Results revealed a significantly lower mean value of hyoid bone 
displacement in dysphagic stroke patients (1.3 cm) than in the non-dysphagic stroke patients 
(1.6 cm) and healthy individuals (1.7 cm). Hyoid bone displacement less than 1.5 cm was 
identified as the cut-off value, with a sensitivity and specificity of 73.3% and 66.7 %, 
respectively, for tube-feeding-dependent dysphagia. 
Many studies have employed various transducer/head stabilization techniques to make 
sure that participant’s head remained stable at the time of scanning (Chi-Fishman & Sonies, 
2002a, 2002b; Peng et al., 1996; Stone & Davis, 1995). Chi-Fishman and Sonnies (2002) 
reported the effects of systematic bolus viscosity and volume changes on hyoid kinematics 
using a custom-made transducer holder. The same researchers examined discrete and rapid 
sequential swallowing tasks in healthy individuals using the same custom-made transducer 
holder device. The need for the transducer/head stabilization techniques does pose challenges 
for the clinical translation of this assessment method and this been eliminated to some extent 
by utilizing an anatomic reference point, maintaining good reliability (Chen et al., 2017; 
Hsiao et al., 2012; Macrae et al., 2012; Perry et al., 2016). 
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Research conducted by Perry et al. (2016) revealed no convincing evidence between 
the ultrasound measures of hyolaryngeal excursion using a fixed transducer placement and 
hand-held transducer placement. Twenty-four healthy individuals participated in the study, 
where the mandible was used as a stable reference point for both conditions. These findings 
suggest that utilisation of a stabilisation technique may not provide better measurement 
accuracy compared to a hand-held transducer. 
 
 
Figure 1 Illustration of Hyoid excursion on ultrasound 
 
Note. Depicts the hyoid shadow at the right side and the mandible shadow at 
the left side of the image. 
 
Assessment of Thyrohyoid Approximation 
 
Thyrohyoid approximation is described as the shortest distance between the thyroid 
cartilage (top end) and the hyoid bone (lower end) during swallowing (Ahn et al., 2015). 
During swallowing, the approximation of hyoid and larynx leads to laryngeal vestibular 
closure. This results in compression of the median thyrohyoid tissue, closing the laryngeal 
entrance, hence protecting the airway (Fink et al., 1979; Logemann et al., 1992). Therefore it 
plays an essential role in swallowing. 
Hyung et al. (2009) analysed the reliability of ultrasound measurement of thyrohyoid 
approximation in healthy participants and patients following stroke with or without 
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dysphagia. They compared ultrasound measurements with VFSS examinations for validation 
purposes and found similar percentage change measures of thyrohyoid approximation 
between ultrasound and VFSS in stroke patients. Also, they have documented reduced 
thyrohyoid approximation in stroke patients with dysphagia than the non-dysphagic group. 
Kuhl et al. (2003) compared thyrohyoid approximation during swallowing between 42 
healthy participants and 18 dysphagic patients using ultrasound. And they have measured the 
shortest distance and mean distance at rest during swallowing for calculating the relative 
reduction of distance during swallowing. Results suggested that the patient group had 
significantly reduced thyrohyoid approximation (mean relative laryngeal reduction of 42%) 
than healthy participants (mean relative laryngeal reduction of 61%). However, the reliability 
or validity of measures was not examined in the study. 
Ahn et al. (2015) investigated the influence of positional change using ultrasound on 
20 healthy participants for measuring thyrohyoid approximation. They evaluated both sitting 
and supine positions with the same examiner conducting the measurements three times and 
averaged the findings. No significant difference was reported in swallowing between the 
supine and sitting positions in healthy individuals. A significant negative correlation was 
observed between body mass index and resting and approximation distances. However, 
standard reliability calculations were also lacking in this study. 
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Figure 2 Illustration of Thyrohyoid approximation on ultrasound 
 
Note. Depicts the shadow cast by the thyroid cartilage at the right side and 
the shadow cast by the hyoid bone at the left side of the image. 
 
 
Assessment of Floor of Mouth Muscles 
 
The floor of mouth muscles involved in swallowing, such as the geniohyoid, 
mylohyoid and anterior belly of digastric muscles can be viewed on ultrasound (Emshoff et 
al., 1999; Morrish et al., 1984; Shawker et al., 1984; Shimizu et al., 2016; Watkin et al., 
2001). Contraction of thyrohyoid muscles and suprahyoid muscles (anterior and posterior 
belly of digastric muscles, mylohyoid, stylohyoid, geniohyoid) contributes to the 
hyolaryngeal elevation during swallowing by opening the upper esophageal sphincter 
(Dodds, 1989; Matsuo et al., 2008). Contraction of the floor of mouth muscles facilitates 
hyolaryngeal elevation by pulling the hyoid bone up and forward (Gawryszuk et al., 2018). 
Also, contraction of thyrohyoid and suprahyoid muscles contributes to supraglottic 
shortening, allows for the closing of the laryngeal vestibule and thyrohyoid approximation 
(Daniels et al., 2019). 
A study done by Macrae et al. (2013) compared coronal ultrasound images of 
submental muscles to MRI in 11 healthy individuals. Their findings showed significant and 
relatively high correlations (left: r = 0.909, p = 0.0001; right = 0.776, p = 0.005) between the 
two imaging methods, although CSA measurements of MRI were higher than ultrasound 
measurements. They concluded that ultrasound can be utilised to measure the CSA of 
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anterior digastric muscle accurately because of the superior clarity of muscle borders of the 
floor of mouth muscles compared to MRI. However, the reliability of measures was not 
examined in the study. 
Using the B-mode ultrasound, Watkin et al. (2001) examined the cross-sectional area 
of geniohyoid muscles. They queried if ultrasound could be used to measure the tissue 
composition of the geniohyoid muscle and muscle changes in cross-sectional muscle area due 
to age and radiotherapy. The study involved 12 participants including four normal young 
adults (aged 25 – 28 years), four normal older adults (aged 64 – 75 years), and four head and 
neck cancer patients following radiation therapy. They measured the mid-point of the 
geniohyoid muscle as the half-way point in the total number of still frames. A significantly 
greater cross- sectional area was reported in the patient group than normal young adults 
during rest and effortful speech tasks. Also, they observed greater muscle tissue variability in 
the younger group than the older group. These data indicate that ultrasound might provide a 
method to evaluate muscle changes resulting from age, radiation treatment, and rehabilitation 
in head and neck patients. 
The findings of an early study by Emshoff et al. (1999) suggested that ultrasound may 
be a reliable diagnostic procedure for examining cross-sectional areas of anterior digastric 
muscles. A recent study analysed the inter-, intra-, and test-retest reliability of the geniohyoid 
muscle using ultrasound in 10 healthy adults and indicated good reliability (Shimizu et al., 





Figure 3 Submental muscle group in coronal plane 
 
Note. A- left and right anterior digastric muscles, B- mylohyoid muscles, C- 
geniohyoid muscles (Macrae et al., 2013) 
 
 
Assessment of Tongue Thickness 
 
Ultrasound is broadly used for the functional analysis of dysphagia and has vast  
potential in clinical research for visualizing the tongue (Hsiao et al., 2012; Tamburrini et al.,  
2010; Tamura et al., 2012). The earliest work on using ultrasound for observing tongue 
movement was done by Shawker et al. (1983). Eight normal individuals and one patient with 
hypoglossal palsy participated in the study and they reported decreased tongue movement in 
the patient with dysphagia. The researchers also determined the timing and sequence of tongue 
activity and hyoid elevation during swallowing in healthy individuals using ultrasound. Further, 
Stone and Shawker (1986) recorded vertical and horizontal tongue movements by fixing a 
pellet to six normal individual’s tongue surface. The results showed a good correlation between 
tongue movements and propulsion of bolus into pharynx. 
Hsiao et al. (2012) attempted to identify the change in tongue thickness and laryngeal 
elevation cut-off value to predict the severity of dysphagia in stroke patients using submental 
ultrasonography. These researchers studied the maximum change in tongue thickness by 
determining the difference between the maximum and minimum tongue thickness during 
swallowing. They identified that, these measures could detect the need for tube feeding in 
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dysphagic patients along with hyoid excursion measures. Any value less than 1.5 cm for 
hyoid bone displacement and less than 1.0 cm for tongue thickness change correlates with 
poor swallowing function and the need for tube feeding. With these observations, the authors 
suggested that ultrasound might provide a reliable method for predicting the necessity of tube 
feeding in dysphagic patients. 
Tamura et al. (2012) employed ultrasonography to assess tongue thickness in the 
elderly population. The reliability of tongue thickness measurement using ultrasound has also 
been assessed. The study involved 104 healthy subjects between 70 & 90 years. Researchers 
explored the relationship between nutritional status and tongue thickness. They considered 
the measures of muscle area of midarm, triceps skinfold thickness, body weight and height to 
assess the nutritional status. A Similar correlation was obtained between tongue thickness and 
nutritional status measures such as body weight and midarm muscle area (r = 0.424; p = 0). 
Another study by Tamburrini et al. (2010) assessed the role of video ultrasonography 
in nine patients with amyotrophic lateral sclerosis. The patients underwent static and dynamic 
ultrasound evaluation and videofluoroscopic examinations for both functional tongue 
evaluation and tongue morphometry. The researchers found that ultrasound could provide 
information about the initial alteration of static and dynamic factors associated with the oral 
phase of swallowing. The presence or absence of tongue atrophy was identified through the 
static evaluation of tongue thickness. Also, they identified patients with abnormal bolus 
position below the tongue in static evaluation using ultrasound. The authors suggested that 
ultrasound can be incorporated into diagnostic protocol for swallowing assessment in ALS 
patients as it has higher sensitivity than VFS in examining dynamic factors which represent 
the early signs of dysphagia. However, reliability analysis was not performed in this study. 
Another study by Nakamori et al. (2016) utilised ultrasound for examining tongue 
thickness in ALS patients with a comparatively larger population than the previous research. 
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This study assessed tongue atrophy and tongue fasciculations in eighteen patients with ALS 
and eighteen age-matched healthy individuals using ultrasound and visual examination. 
Results suggested a significantly smaller tongue thickness in the ALS group (40.9 ± 1.0 mm, 
p = 0.016) than the healthy controls (44.6 ± 0.7 mm, p = 0.004). They also observed a notable 
progressive reduction in tongue thickness (p = 0.002) with the progression of disease (-0.315 
mm/month). However, this study did not explore the reliability. 
 
 
Figure 4 Measurement of tongue thickness 
 
Note. Depicts the acoustic shadow cast by the hyoid bone on the right side 
and shadow of mandible on the left, and the surface of the tongue on the 
centre of the image. 
 
 
Reliability of Ultrasound Measures of Swallowing 
 
Ultrasound has been shown to have a potentially good application for the evaluation 
of swallowing biomechanics and reasonable correlation with videofluoroscopy (Ahn et al., 
2015; Kuhl et al., 2003; Lee et al., 2016; Macrae et al., 2013; Tamburrini et al., 2010). 
However, reliability data is limited for the ultrasound assessment of swallowing. Prior to the 
implementation of medical instrumentation into standard clinical practice, reliability tests are 
necessary to avoid measurement errors (Portney and Watkins, 2009). Reliability gives us 
information about how consistent measurements can be acquired from a given method. An 
emphasis on the various reliability components is important for translating ultrasound 
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technology into standard clinical practice. The main components that should be considered 
for the reliability of ultrasound assessment of swallowing include image acquisition, image 
selection and measurement of the selected image. 
Reliability data of published literature are summarised in Table 1. Huang and 
colleagues (2009) reported high intra-and inter-rater reliability for ultrasound assessment of 
hyoid-larynx approximation in healthy individuals. Encouraging reliability data has also been 
reported for the measurement of the hyoid excursion. Hsiao et al. (2012) and Macrae et al. 
(2012) reported good reliability for the measurement of hyoid excursion in healthy 
individuals and another study (Chen et al., 2017) documented good reliability in dysphagic 
patients. While some studies have evaluated the reliability of the entire process (scanning 
procedure, image selection, and measurement) (Hsiao et al., 2012; Huang et al., 2009), other 
studies have excluded the scanning procedure (Macrae et al., 2012), or the scanning 
procedure and image selection (Chen et al., 2017) and reported only the reliability of the 
measurement technique in isolation. However, reliability data of the entire process of data 
acquisition is required for clinical translation. 
Ultrasound assessment of muscle morphometry is also explored in several studies and 
is gaining evidence. Acceptable intra-rater reliability of CSA of the anterior belly of digastric 
muscles has been documented in patients with temporomandibular disorder (Emshoff et al., 
1999) and in healthy individuals (Shimizu et al., 2016). The findings of these studies revealed 
that ultrasound may be a reliable diagnostic procedure for examining anterior digastric 
muscles. However, these studies lacked verification of measurement methods and therefore 
required further investigation. Further, moderate to good reliability has been reported for 
tongue thickness in patients with dysphagia (Hsiao et al., 2012) and in normal individuals 
(Tamura et al., 2012). These data suggest that, in a clinical setting, ultrasound assessment of 
tongue thickness may have the potential to predict the degree of dysphagia. 
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Table 1 Summary of published reliability studies 
 

























Macrae et al. 
(2012) 
Hyoid Excursion 



















Emshoff et al 
(1999) 




Shimizu et al. 
(2016) 






Hsiao et al. 
(2012) 





Tamura et al. 
 
(2012) 





These studies provide some promising data regarding the reliability of measures 
including hyoid excursion, thyrohyoid approximation, floor of mouth muscles, and tongue 
thickness using ultrasound. Though published reliability data of sophisticated ultrasound 
seems promising, it is not yet translated into standard clinical practice. One significant factor 
that hinders incorporation into clinical practice may be its cost. This may be overcome by 
smaller portable instrumentation. When considering the translation of this small device into 
clinical practice, analysis of reliability data would be of great value because good reliability 
is necessary to ensure the integrity of diagnostic results. 
 
 
Validity and Reliability and of New Portable Ultrasound 
 
Small portable ultrasound systems have been developed with technical progress, which 
may increase the potential for clinical translation of ultrasound devices. Utilizing such devices 
could be useful in swallowing rehabilitation for people with challenging access to 
videofluoroscopic evaluation such as those confined to bed or in remote facilities, and for 
repeated evaluation of hyolaryngeal displacement in patients (Rugiu, 2007). Such pocket-sized 
systems may overcome the cost obstacle compared to the large ultrasound device and may 
support clinical translation, but image quality requires evaluation (Winiker et al., 2019). 
Winiker et al. (2019) evaluated the validity and reliability of a newly developed pocket- 
sized ultrasound (Clarius, Burnaby CA) in assessing hyolaryngeal excursion and thyrohyoid 
approximation in healthy individuals during swallowing. Researchers evaluated the validity of 
ultrasound with similar measures acquired from videofluoroscopic study using correlation 
analysis. ICC (intra-class correlation coefficient) and SEM (standard error of measurement) 
were measured within and across raters to evaluate reliability. Reliability of the entire process 
of data acquisition including the scanning, online image selection and measurement was 
examined to replicate the requirements of clinical application. Further, to evaluate the impact 
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of different components of data acquisition on reliability, offline video and image measurement 
reliability was conducted. 
The results suggested that the validity of ultrasound measurements using the ClariusTM 
system compared to videofluoroscopic measurement is poor for hyoid excursion and 
thyrohyoid approximation measures, except for hyoid excursion during dry swallowing (r = 
0.79, p ≤ 0.001). A moderate correlation (r = 0.67, p ≤ 0.002) was found for hyoid excursion 
during liquid swallowing and no significant correlation during puree swallowing. Thyrohyoid 
approximation measure was found to have no significant association between modalities for 
any bolus types. 
Findings of reliability study indicate insufficient reliability data for the assessment of 
swallowing measures using Clarius TM system. Intra-rater reliability of offline measurement 
(image) of hyoid excursion range from poor to moderate (ICC: 0.49 – 0.64; CI: 0.23-0.79) 
and inter-rater reliability was moderate (ICC: 0.50; CI: 0.26 – 0.67). For thyrohyoid 
approximation, poor intra- and inter- rater reliability was reported (ICC > 0.50). However, 
good intra-rater reliability (ICC: 0.80 – 0.97; CI: 0.60 – 0.99) and moderate inter-rater 
reliability (ICC: 0.68; CI: 0.38 – 0.87) was revealed for floor of mouth muscles. 
Although the authors did not directly compare reliability using this device to 
reliability using more traditional ultrasound technology, the authors hypothesised that this 
newer technology in swallowing assessment failed to meet the standards of large ultrasound 
device used in previous reliability studies (Hsiao et al., 2012; Huang et al., 2009; Macrae et 
al., 2012). Image quality likely effects reliability which consequently effects use in clinical 
practice (Steele, 2015) and this is an important factor for clear tissue interfaces which, in turn, 
facilitate reliable measurements (Ishida et al., 1992; Stone, 2005). Hence, to ensure the 
integrity of diagnostic results, it is essential to verify that the portable ultrasound produces 
good quality images. 
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Summary of Literature 
 
The use of ultrasound imaging for swallowing is not a new development. Reliability 
data on ultrasound measurements in the assessment of swallowing are encouraging. However, 
this method has not yet translated into clinical practice, despite having multiple advantages. 
The cost, which may be one of the potential barrier for the translation can be overcome by 
using pocket-sized ultrasound devices. Recent research suggested insufficient validity and 
reliability for this new technology for clinical application, perhaps due to the reduced image 
quality of the device. To enhance the interpretation of ultrasound images, an image 
enhancement software is recently developed. The quality of this newly developed software 
needs to be examined to ensure the integrity of diagnostic results obtained from it. 
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Aim of Study 
 
The aim of this research is to evaluate the influence of an image enhancement software 





It is hypothesized that the utilization of image enhancement software will result in 
increased inter- and intra- rater measurement reliability when compared to the analysis of 








Speech therapists with limited prior experience in ultrasound data acquisition or 
measurement were considered for the study, targeting four participants including the primary 
researcher. Colleagues in the research environment were notified of the study and given the 
opportunity to participate. Interested participants were required to contact the primary 
researcher of the study. All participants received an information sheet and a consent form and 
before the commencement of data collection. Once the participants familiarized themselves 
with their role in the project by reading the information sheet, they provided written informed 
consent. Ethical approval was received from the Human Ethics Committee of the University 





Archived data of ultrasound images were used for the study (HDEC 17NTB214). A 
total of 40 images from healthy controls were analysed by the primary investigator and three 
co-investigators to derive intra-and inter-rater reliability, including five images each of: 
1. Distance between hyoid and mandible at rest. 
 
2. Distance between hyoid and mandible at maximum swallowing. 
 
3. Distance between thyroid and hyoid at rest 
 
4. Distance between thyroid and hyoid at maximum swallowing 
 
5. Tongue thickness 
 
6. Cross-sectional areas 
 
a. Left anterior belly of digastric muscle 
 
b. Right anterior belly of digastric muscle and 
 





Image Enhancement Software 
 
Custom-designed image enhancement software2 was used in the study to alter image 
quality. The software was designed to place the original image on one side and the modified 
adaptive image on the other side of the window (Figure 5). Based on image intensity and 
texture characteristics, software algorithms can be selected which automatically identify 
borders within the image. The regions of interest are then manually marked by the clinician. 
The following algorithms were included. 
 Binary Thresholding (Figure 5): This technique is a simple approach to segmenting 
an image by converting grayscale images into binary images, i.e., black and white. 
This is determined by checking each individual pixel to see if they are above or below 
a given threshold. For example, if the threshold was set to a numerical value 90, any 
pixel value in original image greater than 90 will be set to white, while pixel value 
less than 90 will be set to black. It can be used as a way to select areas of interest of 
an image, while ignoring the parts that are not of interest. 




2 Alan Brooks, 2020. University of Canterbury Summer Scholarship in Engineering 
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Note. Original image is shown on the left side modified on the right. 
 
 
 Canny Edge Detection (Figure 6): This technique of image analysis uses a multi- 
stage algorithm to detect the edges within an image. First, it smooths the image to 
eliminate noise, then finds the intensity gradient and directions for each pixel in the 
image. The algorithm then carries out a full scan of the image and suppresses any 
pixel that is not at the maximum using non-maximum suppression. Final detection of 
edges is performed through hysteresis, which checks all leftover edges to see if they 
are proper edges or not. This process filters out useless information while preserving 
the important structural properties in an image. 
 
 
Figure 6 Example of Canny Edge Detection 
 
Note. Original image is shown on the left side modified on the right. 
 
 
 Watershed (Figure 7): This approach emulates a topographic map, with each point’s 
brightness representing its height and finds the lines that run along the tops of ridges. It 
uses a customisable variable that identifies the boundary and finds the difference 
between the foreground and the background of images. It offers an additional 
smoothing option to smooth the created border. It can be used as a technique to provide 






Figure 7 Example of Watershed 
 
Note. Original image is shown on the left side modified on the right. 
 
 
 Super Pixel (Figure 8): This technique find clusters of pixels with similar colour 
characteristics. And it can be described by an area as given by the result and each area 
has pixels with identical or similar characteristics. The customisation variable 
available for this algorithm is the number of super pixels the given image must be 
divided into. For example, 100 super pixel segmentation will be generated if the size 
is set to 100, while 200 segmentations will be found if it is increased to 200, thereby 




Figure 8 Example of Super Pixel 
 
Note. Original image is shown on the left side modified on the right. 
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 Non-Local Means Denoising (Figure 9): This approach looks for similar patches of 
colour around the image and similar patches are then averaged and replaced with the 
average pixel and results in improved clarity of images. 
 
 
Figure 9 Example of Non- Local Means of Denoising 
 






The proposed research was carried out in two stages. 
Stage 1: Training for Investigators 






To standardize performance and assure similar interpretation of data acquisition, 
clinical researchers were provided with an ultrasound guidebook for review in advance, 
which then followed by face-to-face training with hands on experience in identifying the 
measurement points of different original ultrasound images. The training was provided by a 
clinical researcher with prior experience in ultrasound measurement and software operation. 
The primary researcher demonstrated each parameter of the software and provided hands-on 
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supervised practice using the image enhancement software. The clinical researchers 
familiarised themselves with the following features of software programme before the image 
analysis including: 
● Import console: This button helps the user to import a selected file into the 
application and only allows the image file (png, jpg, and ppm) to import. 
● Single/Multiple transformations: This button represents what image is getting 
transformed on the window. Single transformation allows the left hand image to be 
transformed by the selected algorithm and it is the commonly used button. Multiple 
transformation allows the right hand image to be transformed and it is used rarely 
since it starts editing the picture beyond recognition and functionality. 
● Algorithm Window (5 algorithms): The algorithm window allows the user to select 
different algorithms which creates new characteristics in images that were not present 
in the original image. The five algorithms include: binary thresholding, canny edge 
detection, watershed, super pixel and non-local means denoising. 
● Colour console: This dropdown menu enables the user to customize the colour of 
their scribbles on the right-hand image. The selected colour will be applied to dot/line. 
In addition to this, size and thickness of the dot/line can also be changed accordingly. 
● List console: This console displays the list of all currently drawn dots/lines on the 
images in their respective boxes. There are 3 list boxes i.e., dot, straight line and 
freehand line. In order to view information regarding a dot or a line, simply click the 
entry in the list, it will results in showing the length, position and area of that 
particular dot/line. 
After familiarising themselves with the parameters of the software, each researcher 





The primary researcher and three co-investigator then measured the archived images 
independently to derive a measure of inter-rater reliability. Each image was evaluated under 
two conditions: the original image and the image viewed through image enhancement 
software. When measuring the images using the image enhancement software, researchers 
were able to explore each image using all algorithms and base their measurements on any or 
all of the algorithms that best suit the image. They were asked to report the algorithms they 
selected for each image. Image analysis occurred across a four day period, with 20 trials per 
day, to minimise fatigue. In order to avoid the bias of familiarity of trials, all images were 
randomized within and across researchers. To avoid recall bias in the intra-rater reliability 
study, the four investigators completed a second round of analysis of the same images no 
sooner than one week after finishing the first round of analysis. The second analysis were 
performed using the same methods as the first analysis round. Therefore, a total of 160 
images (40 images X 2 conditions X 2 trials) were measured by each researcher. 
 
 
Ultrasound Measurement of Hyoid Excursion 
 
For hyoid excursion, the measurement was done by drawing two straight lines where 
Line A represented a line of best fit along the anterior border of the hyoid shadow. Line B 
was drawn by placing one end of the calliper at the posterior border of the mandibular 
shadow’s onset and the other end at the intersection point with the best fit line at the onset of 





Figure 10 Hyoid displacement at rest and maximal displacement 
 




Ultrasound Measurement of Thyrohyoid approximation 
 
Measurement was made by taking the distance between the upper border of the 
thyroid and hyoid by drawing a single straight line (Line D). For drawing the straight line, 
one calliper was placed at the beginning of the anterior border of the acoustic shadow of 
hyoid if consistently visible at rest and maximum or at the opacity depicting the hyoid. The 
other calliper was placed at either the bright opacity at the superior border of the thyroid 








Ultrasound Measurement of Floor of Mouth Muscles 
 
Floor of mouth muscles were measured by tracing the images representing the clearest 
muscle boundary using a freehand tool. Measurement of the paired geniohyoid muscles was 
made by tracing the region around the muscle and including the superior border of mylohyoid 
as border distinction is typically unclear. This is consequently referred to a geniohyoid+. Left 
and right anterior belly of digastric muscles were calculated separately, and excluded by 
excluding the connective tissue taking only the region around outside of each muscle. 
 
 










Ultrasound Measurement of Tongue Thickness 
 
Tongue thickness was measured by using three single straight lines bisecting the 
distance between mandible and hyoid shadow. A best-fit line (Line A) was drawn along the 
anterior border of the acoustic shadow of hyoid. For the other two lines, one end of the 
calliper was placed at the posterior aspect of the mandible shadow’s onset whereas the other 
end was placed at the intersection point with the best fit line A at the onset of the shadow. 
And for Line D, one end of the single line was placed at the midpoint of the line between the 
hyoid and mandible acoustic shadow and the other end was placed at the posterior edge of the 
bolus (approximation of tongue to palate). 
 






Statistical analyses were carried out using R software (R Core Team, 2016) and lme4 
(Bates et al., 2015) and the data were plotted using sactter and box plots. Mean, Standard 
deviation and Median were calculated for each ultrasound measure (Hyoid rest, Hyoid max, 
Thyrohyoid rest, Thyrohyoid max, FOM) across participants. ICCs with confidence intervals 
were calculated for intra-and inter-rater reliability and this was based on linear mixed effect 
analysis. Confidence intervals indicated the extend of uncertainty in the estimation of 
measures. 
Archived data of 40 ultrasound images were intended for this reliability study and 
analysis were completed for the same. For the purpose of this Master thesis, statistical analysis 
focused only on 30 images, giving the intra-and inter-rater reliability of ultrasound 
measurement comparing enhanced and original ultrasound images. For intra-and inter-rater 
reliability assessment, following ICC analysis were completed: 
1. Distance between hyoid & mandible at rest. 
 
2. Distance between hyoid & mandible at peak. 
 
3. Distance between thyroid & hyoid at rest 
 
4. Distance between thyroid & hyoid at peak. 
 
5. CSA of the anterior belly of digastric muscles 
 Left anterior belly 
 Right anterior belly 
 
Linear mixed effect model analysis were utilised for both intra and inter-rater 
reliability. Measurement trial was entered as fixed and subject as random effect for intra-rater 
reliability and both subject and rater entered as random effects for inter-rater reliability. Data 




Assumption of normality and assumption of homoscedasticity of the residuals were 
checked for all the measures. A bootstrap distribution was obtained to indicate the uncertainty 
of the estimates. This was calculated based on the ICC and their confidence interval, taking 
the CIs for each ICC. Variance pattern of the residuals were detected using residual versus 
fitted plots. Normality of the data was examined through the visual inspection of residual Q- 
Q plots (quantile-quantile). Statistical analysis using Shapio-Wilk”s test was also performed. 
A p value of ≤ 0.05 was considered significant. Guidelines by Portney and Watkins (2009) 
were considered for the interpretation of the results: 
ICC < 0.50 - poor reliability 
ICC 0.50-0.75 - moderate reliability 








The descriptive statistics of ultrasound measures included mean, standard deviation 
and median for all the ultrasound measures are displayed in Table 2. There is greater 
variability in the mean measures of LAB and RAB (normal and enhanced) as compared to the 
mean measures of hyoid excursion and thyrohyoid excursion at rest and maximum (normal 
and enhanced). From the table, it is clear that measures of thyrohyoid approximation at rest 




Table 2 Ultrasound measures: Mean, Standard deviation, and median 
 
Measure Mean (SD) Median 
Hyoid rest normal 41.77 (6.17) 41.75 
Hyoid rest enhanced 38.75 (7.50) 37.25 
Hyoid max normal 34.13 (5.68) 34.15 
Hyoid max enhanced 35.10 (3.32) 35.00 
TH rest normal 28.09 (5.57) 28.30 
TH rest enhanced 27.73 (6.57) 25.80 
TH max normal 20.86 (8.00) 21.60 
TH max enhanced 22.36 (8.94) 21.60 
LAB and RAB normal 82.41 (46.15) 73.50 




On analysis, assumptions were not met for some measures and those are noted in the Table 
2 & 3. The values which does not met the assumption of normality and homoscedasticity of 





Findings of intra-rater reliability are displayed in Table 3. Results reveals good intra- 
rater reliability for hyoid excursion of enhanced images across all raters as compared to 
normal ultrasound images which ranges from moderate to good reliability. However, large 
confidence intervals were noted for both enhanced and normal images. 
ICC values for thyrohyoid approximation were found to be within the same range for 
both enhanced and normal images for all raters, ie, poor - good reliability. Significantly 
higher ICC values with larger confidence intervals were noted for these measure (ICC: 0.08- 
0.99; CI: 0.00 – 1.0). This indicates a high degree of variability for these measures. Moderate 
to good reliability was revealed for the enhanced images of floor of mouth muscles as 
compared to normal images which indicates poor to good reliability across the four raters. 




Table 4 reports the findings of inter-rater reliability. ICC values for inter-rater 
reliability of enhanced images of hyoid excursion were reported as good while moderate for 
normal images. For thyrohyoid approximation, moderate inter-rater reliability was reported 
for both enhanced and normal images. Good reliability was revealed for the enhanced images 
of floor of mouth muscles, however poor reliability was reported for normal images. 
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Table 3 Intra-rater reliability 
 






ICC (95% CI) 
Rater 4 



















































































Note. a – assumption of normality may not have been met, b – assumption of homoscedasticity 
may not have been met for the condition. 
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Table 4 Inter-rater Reliability 
 
 
Measure ICC (95% CI) 
H normal 0.60 (0.20, 0.82) 
H enhanced 0.77 (0.44, 0.91)a,b 
TH normal 0.65 (0.27, 0.84) 
TH enhanced 0.50 (0.16, 0.75) 
FOM normal 0.39 (0.03, 0.67)a 
FOM enhanced 0.88 (0.65, 0.95) 
 
Note. a - assumption of normality may not have been met. 






Table 5 provides the summary of the percentage of algorithms used by four raters for 
different measures across two round of analysis. Out of five algorithms, non-local denoising 
was the preferred choice across the four raters. Watershed was the second preferred algorithm 
among the raters. Binary thresholding and canny edge detection were the least favoured 
algorithms by the raters across two round of analysis. 
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Table 5 Algorithms 
 
Algorithms First round Second round Total 
Non-local denoising 36.2% 43.2% 39.7% 
Watershed 30% 30% 30% 
Super Pixel 26.9% 21.2% 24.1% 
Binary thresholding 3.2% 1.8% 2.5% 





This is the first study to explore the reliability of ultrasound measurement of 
swallowing using image enhancement software. Measures considered for this reliability study 
included hyoid excursion, thyrohyoid approximation, and floor of mouth muscle 
morphometry. The findings of this study suggest only slight benefits for using image 
enhancement software for measuring ultrasound images as compared to original ultrasound 
measures. 
The findings of prior reliability data using a portable device (Winiker et al., 2019) in 
healthy individuals are not directly comparable to our study results. Results of her study 
suggested that measurement using the ClariusTM system was insufficiently reliable for the 
acquisition of swallowing measures, with large SEMs and low ICCs for intra- and inter-rater 
reliability for the mean hyoid excursion and thyrohyoid approximation measure. 
Reliability data obtained from another study by Hammond (2019) using the same 
portable device - ClariusTM system- in patients with dysphagia indicates that the raters could 
achieve a high agreement level when completing offline measurement of pre-selected images. 
All measures were found within good to excellent range in her study. Findings of this study 
contrast with the reliability outcomes of our study. Reliability data derived from the original 
images in our study demonstrated moderate to good intra-rater reliability for hyoid excursion 
and poor to good intra rater-reliability for thyrohyoid approximation and floor of mouth 
muscles. Inter-rater reliability was moderate for dynamic measures and poor for static 
measures. Both the previous reliability studies show a discrepancy between the results for the 
offline measurement of still images, and this may be due to the difference in homogeneity of 
data of the two studies. However, online measurement findings of both these studies showed 
considerably low ICC Values. This indicates a significant reduction in image selection and 
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online measurement of data when using portable ultrasound technology in pressured clinical 
environment. 
The findings of our study indicated a reduction in ICC values with large confidence 
intervals for original ultrasound images for all the measures compared to the offline 
measurement of pre-selected images (Hammond, 2019). One aspect that accounts for the 
difference in reliability is the technical issues of the newly developed software. While 
performing the data analysis, the software’s smooth run was interrupted by bugs. Other 
technical problems, including malfunctioning of algorithms performance, may also likely 
impact our study’s reliability. Additionally, while measuring, a part of freehand line of the 
previous image would remain on the screen even after selecting the next image. This may 
likely interrupt the measurement. For the purpose of offline measurement of still images, 
previous reliability studies utilised ImageJ analysis software, where individual rater measure 
and save the still images as Jpeg file. ImageJ software can adjust the brightness and contrast 
of the images to obtain improved image quality (Schneider et al., 2012), whereas these 
options are restricted in the new software. Another drawback of this software is that any 
image size above the specified pixel value (458 pixels high and 800 pixels width) may cause 
blurriness in the image quality and may affect the accuracy and spatial resolution of images. 
All these factors may affect the reliability findings. 
Apart from technical issues, other aspects that likely impacted the results may be 
evaluating only still images in our study. Newly developed image enhancement software may 
not be applicable to ultrasound videos. Previous reliability study (Hammond, 2019) utilised 
video segments for the frame selection of each image where the reviewer can identify specific 
landmarks needed for measurement, such as echoic shadow to use for hyoid excursion and 
thyrohyoid approximation. This may likely increase the reliability in their study. 
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The newly developed image enhancement software utilised in this study did not 
favourably increase the reliability. There was a slight increase in reliability noted for 
enhanced images compared to the original images for hyoid excursion and floor of mouth 
muscles. Intra- and inter-rater reliability results were found to be similar across both normal 
and enhanced images for thyrohyoid approximation. Notably, for most ICCs, there was 
evidence of large confidence intervals for both normal and enhanced images across the 
analysed measures, which expresses uncertainty regarding the reliability estimates. 
Portable ultrasound has the potential to provide an objective assessment to vulnerable 
patients with affordable care, where this device eliminates the challenge of transporting these 
patients to hospital-based diagnostic services. However, the research is limited in this area 
but still encouraging which indicates its potential for clinical translation. Prior research 
explored the reliability and validity of this portable ultrasound and found out the need for 
further investigation on the image quality of the acquired ultrasound images. Our study aimed 
to examine whether the newly developed image enhancement software could improve the 
quality of ultrasound images. Thus, this study focused on investigating the reliability of the 
software since reliable measurements are important to establish the integrity of diagnostic 
results. However, only superficial benefits are identified from the data generated in this study 
using image enhancement software comparing original ultrasound measures. These 
differences in measurements are not potentially large enough to be clinically significant. 
Though the proposed research does not indicate favourable results, this study sets the 






Firstly, technical issues with the software are important to acknowledge. The image 
size of the software is not the full size of the screen and the maximum size for the canvas is 
458 pixels high and 800 pixels width. Any image size greater than this may results in blurred 
images after re-sizing. Also, this software does not work well with laptops because of the 
smaller size of the screen. It can perform on desktop systems except for mac. The smooth run 
of the software was interrupted most of the time because of bugs. A part of the freehand line 
would bide on the images even after resolving the issues finally. All these technical issues 
may impact the results. 
The sample size used in this study was small. Only three measures were considered in 
this study including hyolaryngeal excursion, thyrohyoid approximation and floor of mouth 
muscles with overall 30 images. A larger sample size is necessary to ensure reliability since 
the findings of this study cannot be generalised alone because of the smaller sample size. 
The image enhancement software utilised in this study cannot be used for video 
processing; it can only be used to analyse the images. It is unknown whether this software 
works with other portable ultrasound machines since we considered the measurement 





This research documents the substantial attempt aimed at the development of an 
image enhancement software for measuring ultrasound images. There was evidence of a 
slight increase in reliability for enhanced images than normal images. This software does not 
have significant benefits that helps in the clinical translation of portable ultrasound, but the 
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Appendix A: Participant Information Sheet 
 
 
Information Sheet for Participants 
 





Aim of the study 
 
 
This project aims to evaluate the influence of image enhancement software on 
reliability of ultrasound measurement. Ultrasound has not progressed to standard clinical 
practice despite the fact that it offers a radiation-free and non-invasive procedure for 
swallowing assessment and promising validity and reliability for ultrasound measurements. 
The cost, which may be one of the significant obstacles to restrict integration into clinical 
practice, can be overcome by using new pocket- sized portable ultrasound devices. However, 
early research suggests that poor image quality may compromise measurement reliability. To 
enhance the interpretation of swallowing ultrasound images, a summer student in collaboration 
with the Rose Centre for Stroke Recovery and Research, recently developed image 
enhancement software which enhances the contrast and features of acquired ultrasound images 
The focus of my research is to determine if this image enhancement software increases inter- 




You have been approached to take part in this study because you have experience 





If you choose to take part in this study, you will first attend a four-hour training session 
on the measurement of ultrasound imaging both with and without the image enhancement  
software. During this training, you will receive supervised training from a clinician with prior 
experience in ultrasound measurement and software operation. Then, you and other three 
clinicians will analyze a total of 80 images which includes 40 original images and 40 software 
enhanced images. This will take place across a four-day period, with 20 trials per day analyzed 
each day to minimise the effects of fatigue. One week following the completion of inter-rater 
reliability measurement, you will re-evaluate the same images to evaluate intra-rater reliability. 
The second analysis will be performed using the same methods as the first analysis round. 
Therefore, a total of 160 measures will be analyzed by each researcher and and the participants 
are asked to contribute approximately one hour each day. Participants will receive a $75 
voucher for their time upon the completion of the procedure. Once you have submitted your 
data, no further follow-up is required. 
In the performance of the tasks and application of the procedures there are no 





Participation is voluntary and you have the right to withdraw at any stage without 
penalty. You may ask for your raw data to be returned to you or destroyed at any point. If 
you withdraw, I will removeinformation relating to you. However, once analysis of raw data 
starts on mid of August, it will become increasingly difficult to remove the influence of your 
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The results of the project may be published, but you may be assured of the complete 
confidentiality of data gathered in this investigation: your identity will not be made public 
without your prior consent. Participant data will be coded with a participant number. The only 
identifying information is on the consent form; the participant number will not be linked to the 
consent form thus data are anonymised. The identifying data will be destroyed after 5 years of 
Master thesis completion by the supervisor of the study. The de-identified raw data may be 






The project is being carried out as a requirement for Master of Science in Speech and 
Language Sciences by Sruthy Vijayan under the supervision of Maggie Lee Huckabee and 
Dr. Phoebe Macrae. If you have further questions regarding the research, please feel free to 
contact Sruthy Vijayan on sruthy.vijayan@pg.canterbury.ac.nz. Alternatively, Professor 
Maggie Lee Huckabee can be contacted on maggie-lee.huckabee@canterbury.ac.nz. She will 
be pleased to discuss any concerns you may have about participation in the project. 
This project has been reviewed and approved by the University of Canterbury 
Human Ethics Committee, and participants should address any complaints to The Chair, 









Department: School of Psychology, Speech and Hearing 












□ I have been given a full explanation of this project and have had the opportunity to 
ask questions. 
□ I understand what is required of me if I agree to take part in the research. 
□ I understand that participation is voluntary and I may withdraw at any time 
without penalty. Withdrawal of participation will also include the withdrawal 
of any information I have provided should this remain practically achievable. 
□ I understand that any information or opinions I provide will be kept confidential to 
the researcher and supervisors involved in the study and that any published or 
reported results will not identify the participants. I understand that a thesis is a public 
document and will be available through the UC Library. 
□ I understand that the de-identified raw data may be used in the further research. 
□ I understand that I can contact the researcher, Sruthy Vijayan, 
sruthy.vijayan@pg.canterbury.ac.nz or supervisor Maggie Lee Huckabee, maggie- 
lee.huckabee@canterbury.ac.nz for further information. If I have any complaints, I 
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can contact the Chair of the University of Canterbury Human Ethics Committee, 
Private Bag 4800, Christchurch (human-ethics@canterbury.ac.nz) 
□ I would like a summary of the results of the project. 
□ By signing below, I agree to participate in this research project. 
 
 













Can You Help Us? 
 
We are seeking Speech Language Pathologists to participate in a reliability study of 
ultrasound measurement. 
 
Ultrasound has not progressed to standard clinical practice despite the fact that it offers a 
radiation-free and non-invasive procedure for swallowing assessment and promising validity and 
reliability for ultrasound measurements. The cost, which may be one of the significant obstacles to 
restrict integration into clinical practice, can be overcome by using new pocket- sized portable 
ultrasound devices. However, poor image quality may compromise measurement reliability. 
This project aims to evaluate the influence of a recently developed image enhancement software 
on reliability of portable ultrasound measurement of swallowing images. 
• Participation is required for 9 days in total including training session. 
• One day training session will be provided before data analysis (four- hour programme). 
• Data analysis session is approximately 1 hour each day to measure 20 images in a two week 
period (four days a week). 
• Participants will complete two rounds of analysis to derive inter- and intra-rater reliability. 
• Sessions take place at The Rose Centre for Stroke Recovery and Research, St Georges Hospital, 
Merivale. 





For more information, please contact: 
 
Sruthy Vijayan, 0212162171, sruthy.vijayan@canterbury .ac.in 
University of Canterbury, Rose Centre for Stroke Recovery and Research 
Level 1, Leinster Chambers, St Georges Medical Centre, 249 Papanui Road, Christchurch, 
65804 
